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ANZHENG METROLOGY ANOD TEST CO. LTD

% i % BE
DIRECTIONS OF CALIBRATION

1. ALRFHAMBESTHEZERTERE b5 HERMEFREAR (SDD .

All data issucd by this laboratory are traccable to national primary standards and International System of Units (SI) .

2. IEPREANMPEBER, AEHL bl HiES.

The certificates can not be partly copied without approval of the institute.

3\ A RARHESS R A X LA IR A 2K

The results are only responsible for the calibrated items.

4. A UEHERTE A B EZR RS

Main measurement standards used in this calibration

AW B/ A S 5/ B e ; s

LG M BB vrin PR AILE 5 S
Name and No. Type or size Uncertainty, Accuracy or
Maximum permissible error

ARMZE

Calibration Agency and valiaetil

Certificate No.

IRYITH - 5 A

B R ZGSF-A/D-200 14 /218211202235 2023/12/07
s . + (5.8X10-6XT+0.01) sT: | VRN B A TTF 7B
B% T B A B /21823421351 podsiIareg
5. Kl S R IFHEF A
Location and environmental condition for the calibration
s FATIHE
Location
‘B RE. 3 3 .
um’ﬁ. 247 OC ﬁw;ﬁﬁ- 54 % g’e- /
Temperature Relative Humidity Others

6. ARKHEFRBEOBAIE (RS, B

Reference documents for the calibration (code, name)

SRINREIREA

7. W

Suggestions

DANBREHEB)E, HILIRITRAE.

Recalibrate the instrument immediately after it has been repaired.

) FEMEAEREF, WX PRAER R B & KT R AR E, EEHRA.

Recalibrate the instrument when any suspicion about its performance arises.

8. #&Vv¥ (Comments) : /
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ANZHENG METROLOGY AND TEST CO..LTD

R’ & R

Result of Calibration
1o Sh R &3 AR EAE A 1EH
Appearance and interreaction: Pass
2. HEHH:
PRFRE A ®r E RFIRZE
Nominal Value Actual Value Error MPE
(kV) (kV) (kV) (kV)
10 10.1 -0.1 & 0.2
20 20.1 -0.1 +0.4
30 30.1 -0.1 +0.6
50 50.2 -0.1 + 1.0
70 70.2 -0.2 214
100 100.4 -0.3 D0
120 120.7 -0.7 +24
150 150.8 -0.8 + ##
220 2212 -1.2 +44
#E

L ATRIREAES RIGATGRE, @SR T RIERARAIANE.
To ensure the credibility of the calibration results , it is generally recommended to
have a recalibration period of 12 months.
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(The below is blank)
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